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ABSTRACT

Laboratory measurements of the bidirectional reflectance distribution function (BRDF) of diffuse reflectors
are required to support calibration in the Earth Observing System (EOS) program of the National Aeronautics
and Space Administration. To assess the ability of the instrument calibration laboratories to perform accurate
BRDF measurements, a round-robin with the National Institute of Standards and Technology (NIST) as the
central laboratory was initiated by the EOS Project Science Office. The round-robin parameters include sample
type, wavelength, and incident and viewing angles. The results show that the participating calibration laboratories
are, with a few exceptions due to experimental techniques or sample properties, generally able to measure BRDF
for the round-robin parameters to within 2% of the values measured by NIST.

1. Introduction

Some optical sensors in the Earth Observing System
(EOS) program require an accurate determination of the
bidirectional reflectance distribution function (BRDF)
of diffusely reflecting samples. Determining the BRDF
of these samples is needed for establishing a standard
of spectral radiance using a source of known spectral
irradiance or for establishing a standard of BRDF for
determining the earth’s BRDF from ratio measurements.
For example, integrating sphere sources used to deter-
mine the spectral radiance responsivity of optical sen-
sors prior to deployment can be calibrated using a lamp
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standard of spectral irradiance and a diffuse reflector.
During deployment of the optical sensor on-orbit, solar
illumination of a diffuse reflector provides a source of
spectral radiance if the solar irradiance is known. Al-
ternatively, the ratio of solar-reflected signals from the
earth and the diffuse reflector can be used to derive the
earth’s reflectance. In the EOS program, these types of
measurements may be used for optical sensors on space-
craft (such as the EOS AM-1 platform), or for radio-
metric calibration of sensors on aircraft or on the
ground.

As a verification of the BRDF measurements related
to EOS, the EOS Project Science Office and the National
Institute of Standards and Technology (NIST) designed
a round-robin experiment with four types of diffuse re-
flectors among five different laboratories (Butler and
Johnson 1996a,b). Preliminary results have been re-
ported at optical radiometry conferences (Johnson et al.
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TABLE 1. Experimental protocol parameters for the EOS BRDF
round-robin comparison.

Parameter Value

Samples Spectralon, pressed PTFE, sintered
PTFE, aluminum

Wavelengths (nm)
Bandwidth (nm)
Incident polar angles (deg)
Viewing polar angles (deg)
Measurement plane
Polarization state
Sample size
Sample alignment

440, 550, 633, 670, 860, 940, 1240
10
0, 30, 45, 60
260 to 60 in steps of 10
In-plane
Report BRDF for unpolarized light
50.8-mm diameter
Fiducial mark on holder

1998; Barnes et al. 1998b); this paper reports the final,
complete results of the round-robin.

Previous comparisons of the BRDF of diffusely and
specularly reflecting samples have often indicated a var-
iability that is greater than the uncertainties in the BRDF
measurements assigned by the individual laboratories
(Leonard and Pantoliano 1988; Jaross et al. 1998). Sys-
tematic effects that can compromise BRDF measure-
ments include scattered light, sample uniformity, po-
larization effects, alignment, measurement geometry,
and calibration methods. Comparisons between labo-
ratories of the BRDF of a common set of samples eval-
uate the complete measurement procedures, and are
therefore essential to identify any biases and to establish
confidence in the uncertainties assigned by the labora-
tories.

The central facility in the EOS BRDF round-robin is
the Spectral Tri-function Automated Reference Reflec-
tometer (STARR) at NIST (Proctor and Barnes 1996;
Barnes et al. 1998a), with measurements alternating be-
tween NIST and the other laboratories. The participating
laboratories are the Goddard Space Flight Center
(GSFC) of the National Aeronautics and Space Admin-
stration (NASA), the Jet Propulsion Laboratory (JPL)
of the California Institute of Technology, Raytheon San-
ta Barbara Remote Sensing (SBRS), and the Remote
Sensing Group of the Optical Sciences Center at The
University of Arizona (UA). These laboratories support,
respectively, various spacecraft programs (Schiff et al.
1993), the multiangle imaging spectroradiometer
(MISR) (Diner et al. 1998), the moderate-resolution im-
aging spectroradiometer (Guenther et al. 1996), and sur-
face-based land reflectance experiments (Slater et al.
1996).

The next section details the experimental procedures
used for this round-robin, particularly the experimental
protocol and the measurement techniques used by the
participating laboratories. The following section on the
results is divided into three subsections, one on the
BRDF properties of the samples, the next on the results
of the NIST measurements, and the last on the agree-
ment between the BRDF values measured by the par-
ticipants and those measured by NIST.

2. Experimental procedure

The BRDF is the fundamental quantity describing the
reflectance properties of a sample (Nicodemus 1977).
It is denoted by f r and is given by

dL (u , f ; u , f ; l)r i i y yf (u , f ; u , f ; l) 5 ,r i i y y dE (u , f ; l)i i i

where dLr is the reflected radiance, dEi is the incident
irradiance, u is the polar angle, f is the azimuthal angle,
the subscripts i and y refer to the incident and viewed
directions, and l is the wavelength. The absolute meth-
od for determining f r of a sample requires measurements
of both dLr and dEi using a spectroradiometer (ASTM

1997). The source illuminates the sample from the ui,
f i direction and the reflected radiance dLr is measured
in the uy , f y direction. Using the same detector, the
incident irradiance dEi is also measured. Alternative rel-
ative determinations of f r involve normalizations other
than to the incident irradiance and require additional
information, such as the total hemispherical reflectance,
the BRDF of a diffuse reflectance standard, or the spec-
ular reflectance of a standard (ASTM 1997).

The experimental protocol for the EOS BRDF round-
robin was determined after consultation with all the par-
ticipants. The samples, wavelengths, incident and view-
ing angles, and measurement conditions were chosen
both by their importance to the EOS program and by
the capabilities of the participants. The experimental
protocol parameters are given in Table 1.

A set of four samples was used for the round-robin
measurements. The first sample was Spectralon from
Labsphere, Inc.1 The next two samples were made by
NIST using Type F5 polytetrafluoroethylene (PTFE)
powder from Aussimont with a 25-mm particle size.
Both samples were pressed to a density of 1 g cm23 and
the surface was imprinted with 180 grit sandpaper, and
one was further sintered at 3608C for 1 h, with a 38C
min21 heating and cooling rate. These samples are re-
ferred to as pressed PTFE and sintered PTFE. The fourth
sample was vacuum-deposited aluminum on a ground-
aluminum surface, acquired from Ball Aerospace. The
four samples were designated by letter for the round-
robin—A for Spectralon, B for pressed PTFE, C for
sintered PTFE, and D for aluminum. These samples
were chosen because they are representative of stan-
dards used for diffuse reflectance. Spectralon is a very
common reflectance standard because it can be ma-
chined and is durable, while pressed PTFE is used as
the reflectance standard at NIST (Weidner and Hsia
1981). Sintered PTFE was included in the set to afford

1 Certain commercial equipment, instruments, or materials are iden-
tified in this paper to foster understanding. Such identification does
not imply recommendation or endorsement by the National Institute
of Standards and Technology, nor does it imply that the materials or
equipment identified are necessarily the best available for the purpose.
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FIG. 1. Schematic diagram of the angular and polarization con-
ventions used for the BRDF measurements. Both angles are positive
as shown, and ‘‘s’’ and ‘‘p’’ refer to the polarization directions.

TABLE 2. Dates on which participating laboratories measured the
round-robin samples.

Participant Date

NIST
JPL
NIST
UA
NIST
SBRS
NIST
GSFC
NIST

Oct 1996
Nov 1996
Feb 1997
Feb 1997
Mar 1997
Apr 1997
Jul 1997
Aug 1997
Nov 1997

comparison with the pressed PTFE, while aluminum has
been used occasionally as a reflectance standard (Park
et al. 1996) and has different optical properties than the
other samples. In addition, the samples had different
scattering mechanisms. The Spectralon and pressed
PTFE scatter from the bulk, aluminum scatters from the
surface, and sintered PTFE scatters from both the bulk
and the surface.

The wavelengths were chosen to correspond with
those used on EOS optical sensors or with laser lines,
and the angles covered the ranges usually encountered
with EOS measurements of BRDF. While the partici-
pants agreed on the wavelengths and angles specified
by the protocol, most were not able to measure at these
values due to the capabilities of their instruments. As
detailed in the next section, this did not significantly
affect the BRDF comparison results. All measurements
were in-plane (f i 5 f y 5 0) and reported for unpo-
larized radiant flux. While BRDF depends on polari-
zation, some participants were not able to measure with
different polarizations and the BRDF applications for
the EOS optical sensors generally use unpolarized light.
For those participants that were able to measure BRDF
for different polarization states, the BRDF for unpolar-
ized radiant flux was obtained by appropriately aver-
aging the BRDFs for polarized light. The angular and
polarization conventions, and the orientation of the fi-
ducial mark on the sample, are shown in Fig. 1. The
incident angle ui and viewing angle uy are measured
from the normal of the sample. Both angles are positive
in Fig. 1, and therefore uu 5 2u i for specular reflection.

The samples were shipped in an optical-quality metal
case with a one-way pressure relief valve that provided
pressure equilibrium at high altitudes in the aircraft bag-
gage compartment but prevented intake of any contam-
inated air for the remainder of the transport. The pres-
sure was equalized once the case was inside the labo-
ratory facility, which was usually a clean room. The
shipment included a set of handling and measurement
instructions. Prior to the measurements, the participants
were asked to supply information on their instrumen-
tation and techniques, and they were provided with me-
chanical drawings of the samples and instructions on

the data format. A timetable of the measurements by
the participants is given in Table 2.

Data files in a common format containing the results
from each participating laboratory were provided to
NIST for analysis. The BRDF and its standard uncer-
tainty as a function of viewing angle are listed in a data
file for each participant, sample, wavelength, and in-
cident angle. Descriptive data that includes the mea-
surement parameters and other important information
precedes the BRDF data.

The STARR instrument at NIST is absolute—the in-
cident and reflected fluxes are measured, along with the
polar viewing angle and solid angle of the receiver
(Proctor and Barnes 1996). The source consists of xe-
non-arc or quartz-tungsten-halogen lamps, a monochro-
mator, a Glan-Taylor polarizer, and associated optical
components. The receiver has a precision aperture, a
focusing lens, and Si, Ge, or InAs photodiodes. The
STARR goniometer consists of the sample holder and
the receiver, and the measurement geometry is in-plane.

The instrument at GSFC is designed to measure bi-
directional reflectance using lasers or a xenon-arc lamp
and monochromator (Schiff et al. 1993). In- or out-of-
plane measurements are made either relative to a BRDF
standard or in an absolute manner. For the work reported
here, absolute measurements were performed using the
monochromator as the source and a Si photodiode as
the detector. For measurements in the ultraviolet (re-
quired for atmospheric-ozone programs at GSFC), a
photomultiplier tube can also be used.

Although absolute bidirectional reflectance measure-
ments were made at JPL for this EOS comparison, MISR
has no requirement on the absolute accuracy of BRDF
values. Rather, the requirement is to provide normalized
(or relative) BRDF values, which are the ratio of the
bidirectional reflectance at the viewing angle of a given
MISR camera to that at the viewing angle of the MISR
onboard detector standard (Diner et al. 1998). The JPL
instrument developed for MISR uses three lasers at
wavelengths of 442 nm, 632.8 nm, and 859.9 nm
(McGuckin et al. 1996). Beam-expanding telescopes
with spatial filters produce collimated light on the sam-
ple. The receiver has a telescope, a Si photodiode, and
associated electronics. The receiver can be rotated
around the sample, and the sample can be tilted for out-
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FIG. 2. BRDF as a function of viewing angle for Spectralon from
the NIST measurements. The incident angles are indicated in the
panels, and the wavelengths are given in the legend.

FIG. 3. Same as Fig. 2 but for pressed PTFE.

of-plane measurements. A separate detector system
monitors the stability of the source.

The SBRS scattering goniometer uses a Spectralon
sample as a standard of bidirectional reflectance (Wells
et al. 1994). This standard was calibrated by NIST using
the STARR instrument. The SBRS technique accounts
for the effect of depolarization upon scattering (Clarke
et al. 1983), and uses a Wollaston polarizer in the re-
ceiver assembly for simultaneous measurements of p-
and s-polarized reflected radiant flux. The source con-
sists of a quartz-tungsten-halogen lamp, bandpass filters,
a Glan-Thompson prism, focusing lenses, apertures, and
baffles. Depending on the wavelength, the detector is a
photomultiplier tube or Ge or InSb photodiode.

The UA technique uses a pressed PTFE sample as a
standard of hemispherical reflectance (Spyak and Lan-
sard 1997); the preparation procedure and reflectance
values are derived from NIST and American Society
for Testing and Materials (ASTM) publications. The
source is a constant-current-controlled, quartz-tungsten-
halogen lamp. The receiver consists of imaging optics,
interference filters, and a Si photodiode. The sample
and receiver are rotated to provide a range of incident
and viewing angles (Biggar et al. 1988).

3. Results and discussion

a. BRDF properties of samples

The BRDF of each sample is a function of incident
angle ui, viewing angle uy , and wavelength l, so that

f r 5 f r(ui, uy , l). The dependence of f r on these three
parameters is important for understanding the results
obtained by NIST and the participants, and is therefore
the topic of this section. This dependence is based on
the average BRDFs obtained from the NIST measure-
ments, detailed in the next section.

Since the BRDF of a sample is a function of three
parameters, ui, uy , and l, it thus presents a challenge
for showing these dependencies in two-dimensional
plots. A useful approach is to plot BRDF as a function
of viewing angle, f r(uy ), for each sample, incident an-
gle, and wavelength, as shown in Figs. 2–5. Wave-
lengths of 1240 and 1700 nm are not included in any
of the results since they were each measured by only
one laboratory, NIST and SBRS, respectively. Note the
difference in the vertical scale for the (d) panels as
compared to the other panels in each figure.

Figures 2–5 demonstrate that the BRDF of the sam-
ples depends strongly on the incident and viewing an-
gles and weakly on wavelength. For the incident angle
dependence, f r(uy ) increases dramatically toward the
specular direction (uy 5 2ui) with increasing ui. This
effect becomes increasingly pronounced from Spectra-
lon to pressed PTFE to sintered PTFE to aluminum. For
the wavelength dependence, f r(uy ) for ui 5 08 generally
increases slightly with increasing l for all the samples.
For ui ± 08, f r(uy ) generally increases (decreases) with
l for negative (positive) uy , although this dependence
is not as pronounced for sintered PTFE as it is for the
other samples. Note especially that the BRDF can de-
viate substantially from its ideal value of 1/p sr21
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FIG. 4. Same as Fig. 2 but for sintered PTFE. FIG. 5. Same as Fig. 2 but for aluminum.

FIG. 6. BRDF as a function of wavelength from the NIST mea-
surements. The angles are indicated in the panels, and the samples
are given in the legend. The symbols for Spectralon and pressed PTFE
coincide in (a).

(0.3183 sr21), illustrating the departure of the reflecting
properties from those of an ideal diffuse reflector.

Two other plots show subsets of the results presented
in Figs. 2–5, and are useful for understanding the BRDF
properties of the samples. The BRDF as a function of
wavelength for each sample is shown in Fig. 6 at two
different bidirectional angle combinations. A bidirec-
tional angle combination often used for measuring dif-
fuse reflectance is used for Fig. 6a. For Spectralon and
pressed and sintered PTFE, f r(l) is nearly constant with
l, and is slightly lower for sintered PTFE than it is for
the other two samples. For aluminum, f r(l) is lower
than for the other samples and has the expected spectral
shape for this metal (Barnes et al. 1998a). At the other
extreme, the bidirectional angle combination for dem-
onstrating specular reflectance is used for Fig. 6b. For
all samples, f r(l) increases with l, and now f r(l) for
sintered PTFE and aluminum is greater than that for
Spectralon and pressed PTFE. Finally, the BRDF as a
function of viewing angle at a wavelength of 633 nm
is shown in Fig. 7 for each sample and incident angle,
and the ideal value of 1/p sr21 is shown as a horizontal
line. This figure demonstrates the dramatic changes that
occur in f r(uy ) as ui increases, specifically that f r(uy )
tends to increase in the specular direction. Therefore,
the BRDF of a sample must be determined at the angles
for which it will be used for calibrations, and not in-
ferred from measurements with different geometries,
particularly from directional-hemispherical measure-
ments. Figure 7 also shows that reciprocity, f r(ui, uy )
5 f r(uy , ui), holds for each sample. For example, for
Spectralon, f r(08, 458) 5 f r(458, 08) 5 0.325.
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FIG. 7. BRDF as a function of viewing angle at a wavelength of
633 nm from the NIST measurements. The samples are indicated in
the panels, the incident angles are given in the legend, and the hor-
izontal line is the ideal value of 1/p sr21.

FIG. 8. Difference of BRDF relative to the average as a function
of viewing angle for the best repeatability of each sample from the
NIST measurements. The samples, wavelengths, and incident angles
are indicated in the panels, and the measurement dates are given in
the legend.

FIG. 9. Same as Fig. 8 but for the most obvious misalignment for
each sample.

b. NIST results

The BRDFs measured by NIST are used as the basis
for comparisons with the other participating laborato-
ries. This is reasonable since NIST was the central lab-
oratory of the round-robin, and therefore measured the
samples on multiple occasions, and maintains the United
States standards for reflectance. Indeed, both SBRS and
UA use relative techniques for measuring BRDF that
are based on reflectance standards supplied by NIST.

The samples were measured at NIST on the dates
shown in Table 2. All the viewing angles specified by
the protocol were measured on the first and last dates,
while the viewing angle increment was 208 on the other
dates. To compare the BRDFs measured on all dates,
for each date, sample, ui, and l, f r(uy ) is fit with a
natural cubic spline for uy 5 2608 to 1608 every 108,
skipping uy 5 2ui. The resulting BRDFs for each sam-
ple, ui, uy , and l are averaged for all dates, and the
differences from the average for each date are calcu-
lated.

Plots of this difference as a function of viewing angle
are used to determine the repeatability of the measure-
ments, as well as to identify instances in which there
was a problem with the measurement, particularly when
the samples were obviously misaligned. Instead of
showing all these plots, selected examples are shown
that illustrate the best repeatability and most obvious
measurement problems obtained for each sample, Figs.
8 and 9, respectively. For both figures, the difference
relative to the average, D f r, is plotted as a function of
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TABLE 3. Dates and wavelengths excluded from the average BRDF
of the NIST values for each sample.

Sample Date
Wavelength range

(nm)

Spectralon
Spectralon
Pressed PTFE
Sintered PTFE
Sintered PTFE
Aluminum

Feb 1997
Jul 1997
Nov 1997
Jul 1997
Nov 1997
Mar 1997

440–940
440–940
440–670
440–940
440–670
440–670

TABLE 4. Measurement parameters of the participating laboratories.

Parameters

Participating laboratory

GSFC JPL SBRS UA

Samples* A, B, C, D A, B, C, D A, B, C A, B, C, D
Wavelengths (nm) 440, 550, 633, 670, 860 442, 632, 860 400, 500, 600, 700, 900, 1700 455, 554, 647, 860, 949
Incident angles 08, 308, 458, 608 08, 308, 458, 608 08, 308, 458, 608 08, 308, 458, 608

Viewing angles
Range 2608–608 2858–858 ui Range

08 2608–2108
308 2508–208
458 2658–358
608 2608–508

260–608

Increment 108
Skip uy 5 ui

58
Skip uy 5 ui

108 108
ui Skip

08 08, 108
308 308
458 508
608 608

* Sample A—Spectralon, B—pressed PTFE, C—sintered PTFE, D—aluminum.

viewing angle, and the wavelength and incident angle
for which these are plotted are indicated in each panel.

From Fig. 8, there is no consistent trend in D f r with
date. Rather, D f r for the different dates is distributed
randomly about the average. The best repeatability was
obtained for Spectralon and pressed PTFE, with sintered
PTFE and then aluminum having successively poorer
repeatability. As shown in Fig. 7, the BRDF has a strong
dependence on both incident and viewing angle, with
this dependence increasing with incident angle. There-
fore, a misalignment of a sample on a particular date,
so that the angles of incidence and viewing are offset
from their nominal values, will result in D f r(uy ) de-
pending on both ] f r/]ui and ] f r/]uy . The clearest ex-
ample of this is shown in Figs. 9c and 9d for the mea-
surements in July 1997 and March 1997, respectively.
Since ] f r/]ui changes sign at approximately uy 5 2308
for both of these samples, as does D f r, this implies that
the primary contribution to D f r comes from misalign-
ment of ui. From Fig. 9b, the measurements in Novem-
ber 1997 were clearly wrong for pressed PTFE, but there
is no correlation of D f r with ui or uy as there is for
sintered PTFE and aluminum.

Since the results demonstrate that the reflecting prop-
erties of the samples did not change over the course of

the round-robin, the BRDFs for all the dates are aver-
aged to obtain the final values for the NIST measure-
ments, excluding those dates on which there was an
obvious problem such as misalignment. The dates and
wavelengths that were excluded from the average are
given in Table 3. The standard uncertainty in the average
BRDF due to random effects, either from the samples
or the instrument, is the standard deviation of the
BRDFs, which is generally less than 0.5%.

c. Participant results

The specific measurements made by the participants
are given in Table 4. Note that none of the participants
exactly followed the measurement protocol for the
round-robin. SBRS did not measure the aluminum sam-
ple, and only GSFC measured at the wavelengths given
by the protocol; the wavelengths used by the other par-
ticipants were limited by the instrumentation, specifi-
cally laser lines for JPL and interference filters for UA.
All the participants measured at all the incident angles,
while only GSFC and JPL measured at all the viewing
angles. Instrument design limited the SBRS viewing
angles to less than the incident angle and determined
the UA viewing angles that were skipped. Fortunately,
as detailed below, these deviations from the protocol
did not compromise the usefulness of the results ob-
tained from this round-robin.

The primary purpose of this round-robin is to com-
pare the BRDFs measured by the participants with the
BRDF measured by NIST. Therefore, the difference in
BRDF D f r between the participants and NIST is cal-
culated for each possible sample, incident and viewing
angle, and wavelength. As shown in Table 4, this cal-
culation is not possible for each sample or viewing an-
gle. However, for wavelength, the differences are cal-
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TABLE 5. Wavelengths at which BRDF was measured for each
participating laboratory used to calculate the difference with the
BRDF values measured at the NIST wavelengths.

NIST GSFC

JPL
wavelength

(nm) SBRS UA

440
550
633
670
860
940

440
550
633
670
860

442

633

860

400
500
600
700
900
900

455
554
647

860
949

FIG. 11. Same as Fig. 10 but for Spectralon at 633 nm.

FIG. 12. Same as Fig. 10 but for Spectralon at 860 nm.

FIG. 10. Difference of BRDF relative to the NIST value as a func-
tion of viewing angle for Spectralon at 440 nm. The incident angles
are indicated in the panels, and the participants are given in the legend.

culated using the participant values measured closest in
wavelength to the protocol wavelengths. This wave-
length pairing is given in Table 5, and is reasonable
since the BRDFs of all the samples are weakly depen-
dent on wavelength.

The relative differences in BRDF between the par-
ticipants’ values and the NIST values as a function of
viewing angle, D f r(uy ), are shown in Figs. 10–21. Each
figure is for a given sample and wavelength, with the
panels showing the results for all the participants at
different incident angles. Differences for wavelengths
of only 440, 633, and 860 nm are given since the other
wavelengths both were not used by all the participants
and yielded similar differences to the ones shown in the
figures. The results presented in these figures are some-
what overwhelming because of the number of param-

eters involved—sample, wavelength, incident angle,
participant, and viewing angle. Therefore, the discussion
in the next two paragraphs concentrates on the depen-
dencies of the differences on viewing angle, first by
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FIG. 13. Same as Fig. 10 but for pressed PTFE at 440 nm. FIG. 15. Same as Fig. 10 but for pressed PTFE at 860 nm.

FIG. 16. Same as Fig. 10 but for sintered PTFE at 440 nm.FIG. 14. Same as Fig. 10 but for pressed PTFE at 633 nm.

sample and then by participant, while more specific con-
clusions from these results are presented in succeeding
paragraphs.

In nearly all cases, D f r(uy ) is greater than the standard

deviation of the NIST values for BRDF. For Spectralon,
D f r generally does not depend on uy , except for a slight
dependence for GSFC at all wavelengths and at larger
ui and uy , and for JPL at l 5 860 nm. With pressed
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FIG. 17. Same as Fig. 10 but for sintered PTFE at 633 nm. FIG. 19. Same as Fig. 10 but for aluminum at 440 nm.

FIG. 20. Same as Fig. 10 but for aluminum at 633 nm.FIG. 18. Same as Fig. 10 but for sintered PTFE at 860 nm.

PTFE, GSFC has the same dependence as with Spec-
tralon, while there are possible sample misalignments
for JPL at l 5 440 and 633 nm and for SBRS at l 5
440 nm and ui 5 608. Accurate measurements on the

sintered PTFE sample were difficult because of the
wedge of the surface relative to the holder, and this is
seen in D f r(uy ). The misalignment is apparent for UA
and somewhat for GSFC at all wavelengths, and prob-
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FIG. 21. Same as Fig. 10 but for aluminum at 860 nm.
FIG. 22. Average difference of BRDF relative to the NIST value

as a function of wavelength for GSFC. The samples are indicated in
the panels, and the incident angles are given in the legend. The hor-
izontal dashed lines are the expanded uncertainty (k 5 2) of the
average difference.

FIG. 23. Same as Fig. 22 but for JPL. The expanded uncertainties
are larger than the limits of the vertical axis.

ably for JPL at l 5 440 and 860 nm. Surprisingly, D f r

for SBRS does not depend on uy , indicating that the
sample alignment procedure for this participant ac-
counted for the wedge resulting in no misalignment of
ui. Finally, all participants have large values of D f r for
aluminum at ui 5 08, uy 5 6108; even the NIST values
have a standard deviation of 3%. This is probably be-
cause f r for aluminum is sharply peaked at ui 5 uy 5
08, as seen in Fig. 5b, and is therefore more sensitive
to misalignments at these angles than are the other sam-
ples. For all the participants, D f r of aluminum does not
depend on uy .

In several cases, D f r for GSFC has a slight depen-
dence on uy , especially for large ui and uy . In contrast,
there is no such general dependence with the other par-
ticipants; a dependence of D f r on uy usually indicates
a misalignment of the sample. This is especially ap-
parent for UA with the wedged sintered PTFE sample.

To make further progress in analyzing the participant
BRDFs for dependencies on sample, wavelength, inci-
dent angle, and participant, the results shown in Figs.
10–21 must be simplified so that they are tractable. This
is done by averaging D f r over uy , which is reasonable
since the dependence on uy is usually slight. This pro-
cedure yields a concise method for determining system-
atic differences between a participant’s BRDF values
and those of NIST, and for assessing the uncertainties,
although the information about D f r(uy ) is lost. The av-
erage relative difference in BRDF, ^D f r&, between the
participants’ values and the NIST values as a function
of wavelength are shown in Figs. 22–25, and include
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FIG. 24. Same as Fig. 22 but for SBRS.

TABLE 6. Standard uncertainties of the NIST values of BRDF.

Standard uncertainty (%)
Incident angle (deg)

0 30 45 60

Type A evaluation
Spectralon
Pressed PTFE
Sintered PTFE
Aluminum

0.21
0.20
0.47
0.82

0.15
0.21
0.34
0.49

0.24
0.20
0.44
0.58

0.22
0.28
0.58
0.66

Type B evaluation 0.06 0.10 0.15 0.25

TABLE 7. Standard uncertainties of the participant values of BRDF.

Participant
Standard uncertainty

(%)

GSFC
JPL

SBRS
UA

0.6
5.0 (absolute)
0.2 (relative)
0.6
2.0FIG. 25. Same as Fig. 22 but for UA. The expanded uncertainties

in (a) and (b) are larger than the limits of the vertical axis.

those wavelengths not shown in Figs. 10–21. Each fig-
ure is for a given participant, with the panels showing
the results for each sample. The horizontal dashed lines
are the expanded uncertainties (k 5 2) for each sample
and participant, as detailed in the next paragraph.

The components of uncertainty in the NIST values
of BRDF are those arising both from random effects—
source stability, signal noise, and sample repeatability—
and from systematic effects—incident angle, aperture
area, and distance from aperture to sample. The standard
uncertainties from the random effects for each sample,
wavelength, and incident angle were evaluated using a
Type A method (Taylor and Kuyatt 1994) as the average
standard deviation for all viewing angles at a wave-
length of 440 nm. Only this wavelength is used since
the average standard deviations at other wavelengths are
nearly identical to those at l 5 440 nm. The standard
uncertainties for the systematic effects are evaluated us-
ing a Type B method (Taylor and Kuyatt 1994) and are
detailed in (Barnes et al. 1998a). The standard uncer-
tainties from these evaluations are given in Table 6. The
standard uncertainties in the participants’ values of
BRDF are either in the literature or were communicated
to NIST, and are given in Table 7. The ultimate goal of
the uncertainty analysis is to obtain a single uncertainty
for the average relative difference of BRDF for each
sample and participant, independent of incident angle.
Therefore, the maximum Type A and B standard un-
certainties from NIST for each sample, and the partic-
ipant’s standard uncertainty, are used to calculate the
combined standard uncertainty of the average relative
difference. The resulting expanded uncertainties (k 5
2) for each sample and participant are given in Table
8.

The average relative difference of BRDF for GSFC,
shown in Fig. 22, has a slight dependence on wave-
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TABLE 8. Maximum expanded uncertainty (k 5 2) of the combined
standard uncertainties from NIST and each participant.

Sample

Expanded
uncertainty (k 5 2) (%)

Participant

GSFC JPL SBRS UA

Spectralon
Pressed PTFE
Sintered PTFE
Aluminum

1.4
1.4
1.7
2.0

10.0
10.0
10.1
10.1

1.4
1.4
1.7
2.0

4.1
4.1
4.2
4.3

FIG. 26. Difference of normalized BRDF at uy 5 108 relative to
the NIST value as a function of viewing angle for Spectralon at 440
nm. The incident angles are indicated in the panels, and the partic-
ipants are given in the legend.

length, generally decreasing as the wavelength increas-
es. There is also a similar dependence on incident angle,
though this could be a result of the dependence on the
viewing angle discussed above. As expected from the
BRDF properties of the samples, ^D f r& for the aluminum
sample has a greater range than it does for the other
samples. In nearly all cases, ^D f r& is less than the ex-
panded uncertainties for each sample. Finally, ^D f r& for
the Spectralon and pressed PTFE samples averages
0.25%–0.5% over wavelength, suggesting that the
GSFC values for BRDF are systematically higher than
those obtained by NIST by this amount. For JPL, shown
in Fig. 23, ^D f r& at l 5 440 nm is systematically greater
than it is at the other wavelengths for all the samples,
while at l 5 633 and 860 nm ^D f r& averages 20.5%–
21.0%. Also, the dependence of ^D f r& on wavelength
is similar for all samples. Because of the relatively large
uncertainty in absolute BRDF for JPL, as compared to
the other participants, ^D f r& is always less than the ex-
panded uncertainty. The systematic difference at l 5
440 nm is not expected to be a problem for the nor-
malized BRDF measurements for MISR since the nor-
malization is between angles, not wavelengths, and the
differences at each wavelength are nearly the same for
all angles. This is illustrated at the end of this section.

The average relative difference of BRDF for SBRS,
shown in Fig. 24, has no systematic dependence on
either wavelength or incident angle, even for the sintered
PTFE sample, and is less than the expanded uncertainty
except at l 5 440 nm for pressed PTFE. The average
^D f r& is 20.5%. Similar results for the wavelength de-
pendence were obtained for UA, shown in Fig. 25. How-
ever, ^D f r& depends significantly on the incident angle
for the sintered PTFE sample, illustrating again the dif-
ficulties encountered with measuring this sample be-
cause of the wedge of the surface relative to the holder.
Even so, because of the relatively large standard un-
certainty assigned by the participant, ^D f r& is less than
the expanded uncertainties except for the aluminum
sample at ui 5 08. This exception indicates that there
was a problem with this particular measurement since
^D f r& for the other incident angles are similar to those
for the Spectralon and pressed PTFE samples. The av-
erage ^D f r& for the Spectralon and pressed PTFE sam-
ples is 20.75%, which is similar to the results obtained

for JPL and SBRS, indicating that the assigned standard
uncertainty for UA is probably too large.

Since MISR uses a detector standard at a fixed uy 5
108 to monitor the reflectance of the onboard Spectralon
diffuser (Diner et al. 1998), the quantity of interest for
this instrument is the normalized BRDF—the BRDF for
a given set of parameters divided by the BRDF with
one of the parameters held fixed. This quantity is also
called the relative BRDF, but the term normalized will
be used to avoid confusing terminology in this paper.
Therefore, for the sake of completeness, it is useful to
analyze the results of the round-robin for the Spectralon
sample in terms of normalized BRDF.

For the Spectralon sample, the BRDF values mea-
sured by NIST and each participant for each wavelength
and incident angle were normalized by the BRDF at uy

5 108. The relative differences in normalized BRDF
between the participants’ values and the NIST values
as a function of viewing angle are shown in Figs. 26–
28, which are analogous to Figs. 10–12. As expected
from the normalization, for those participants in Figs.
10–12 for which D f r does not depend strongly on uy ,
even though D f r may be large, D f r in Figs. 26–28 is
small. This is particularly apparent for the measurements
made by JPL. On the other hand, if D f r in Figs. 10–12
does depend on uy , which is usually the case for GSFC,
then D f r in Figs. 26–28 has the same dependence.

Finally, the analog of Figs. 22–25 for normalized
BRDF is shown in Fig. 29, where the average relative
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FIG. 27. Same as Fig. 26 but at 633 nm. FIG. 28. Same as Fig. 26 but at 860 nm.

FIG. 29. Average difference of normalized BRDF relative to the
NIST value as a function of wavelength. The participants are indicated
in the panels, and the incident angles are given in the legend. The
horizontal dashed lines are the expanded uncertainty (k 5 2) of the
average difference. The expanded uncertainties in (d) are larger than
the limits of the vertical axis.

difference in normalized BRDF between the partici-
pants’ values and the NIST values, ^D f r&, is plotted as
a function of wavelength. The horizontal dashed lines
are the expanded uncertainties (k 5 2) for each partic-
ipant, and were calculated using the components of un-
certainty in the NIST values arising from random effects
(from Table 6) and the standard uncertainties in the
participants’ values (from Table 7). For all participants,
^D f r& does not depend on wavelength or incident angle,
and is less than the expanded uncertainties. In fact, for
GSFC, ^D f r& is less than 0.75%, whereas for the other
participants ^D f r& is less than 0.5%.

In general, the average difference in BRDF is less
than the expanded uncertainty for all the participants
and samples, except for UA for sintered PTFE and alu-
minum. Nonetheless, there are systematic differences of
0.5%–1% between the participant’s BRDF values and
those of NIST, while the largest differences are usually
less than 2% when the exceptions noted above are dis-
regarded. There is no obvious correlation between the
differences and the method a laboratory uses to measure
BRDF—either absolute or relative to NIST standards.
Therefore, the overall expanded uncertainty (k 5 2) of
BRDF measurements of diffuse reflectors in the EOS
program should be considered to be 2%. Those inter-
ested in a particular participating laboratory, sample,
wavelength, and bidirectional angle combination should
consult the results for that situation, specifically Figs.
10–21. Note that in some of these cases the difference
in BRDF between NIST and a participant can be larger
than the expanded uncertainty, sometimes much larger.
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4. Conclusions

The round-robin measurements of BRDF among lab-
oratories participating in EOS programs were completed
successfully. The BRDF of all the samples—Spectralon,
pressed and sintered PTFE, and aluminum—is spec-
trally neutral for wavelengths from 440 to 940 nm and
depends on both the incident and viewing angles. For
all incident angles, the BRDF as a function of viewing
angle tends to increase in the specular direction. The
BRDF of the samples was repeatable, although more so
for the Spectralon and pressed PTFE samples than for
sintered PTFE and aluminum, with no trends with time.
This repeatability, together with the spectral neutrality,
aided comparison of the BRDF values between the par-
ticipants and NIST since the experimental protocol was
not always followed.

Differences in BRDF values depend on the partici-
pant, sample, incident, and viewing angles, and wave-
length. Analysis of these differences was simplified by
averaging over the viewing angles. There were few ob-
vious problems with the measurements. Two partici-
pants had difficulty measuring the sintered PTFE sample
because of a tilt in the surface, and the BRDF values
of JPL at a wavelength of 440 nm are always larger
than both those measured at other wavelengths and those
measured by NIST and the other participants. All par-
ticipants have systematic differences between their
BRDF values and those measured by NIST, generally
less than 1.5%, and these differences are in most cases
less than the expanded uncertainty. Therefore, this
round-robin has shown, with the exception of the prob-
lems detailed above, that all the participating labora-
tories are capable of performing BRDF measurements
on a variety of samples at various wavelengths and an-
gles that differ from the NIST values by generally less
than 2%. This is considered to be good agreement and
indicates the overall uncertainty of BRDF measurements
of diffuse reflectors in the EOS program.
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